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Abstract
A novel interferometric method for absolute beam energy
measurement is under development at MAMI. At the mo-
ment, the method is tested and optimized at an energy of
195MeV. Despite the very small statistical uncertainty of the
method, systematic effects have limited the overall accuracy.
Recently, a measurement has been performed dedicated to
the evaluation of these effects. This report comprises a de-
scription of the method and results of the recent data taking
period.
EXPERIMENTAL SETUP
The method is based on interferometry with two spatial
separated light sources driven by relativistic electrons [1, 2].
The basic idea will be explained by means of the schematic
experimental setup shown in Fig. 1. An electron beam with
Lorentz factor γ passes a pair of undulators S1 and S2 sep-
arated by a distance d. The succession of the wave trains
T1 and T2 at the exit of the undulator pair is opposite to the
order of the two sources because the electron velocity v is
slower than the speed of light. These trains are separated
along the axis by the distance
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which is a linear function in d with the linear term only
dependent of the Lorentz factor γ and the observation angle
θ with respect to the electron beam direction. LU ' nλU
is the length of the undulator with λU being the undulator
period, n the number of periods, and K is the undulator
parameter. The undulators act as sources for the emission of
coherent light with the amplitudes (A) of the two wave trains
having a phase difference of φ(θ, d) = 2pi∆(θ, d)/λrad for a
given wavelength of the radiation. The following equation
describes the intensity I = A2 of the two interfering sources:
I(θ, d) = |A1 |2 + |A2 |2 + 2|A1 | |A2 | cos 2pi∆(θ, d)/λrad .
(2)
A monochromator can serve as a Fourier analyzer of the
wave trains. If both wave trains interfere in a position sensi-
tive detector and d is varied by moving one of the sources,
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Figure 1: Schematic drawing (not to scale) of the novel
method for absolute beam energy measurements comprising
two spatially separated sources of coherent light at an elec-
tron beam, an optical interferometer system, and an example
of the intensity oscillation as function of source distance.
Relativistic electrons (e−) pass through the two sources (S1
and S2 separated along the axis by a variable distance d)
and produce wave trains of coherent light (T1 and T2 sepa-
rated by a difference ∆). A monochromator serves as Fourier
analyzer of the wave trains and a position sensitive optical
detector is used to observe the interference. The intensity for
a selected wavelength λrad will show a periodical variation
with d, its oscillation length λosc is directly related to the
beam energy γ =
√
λosc/2λrad when observed on-axis.
then the revolving phase φ(θ, d) can be observed as intensity
oscillations. For a wavelength λrad given by the monochro-
mator and on-axis observation at θ = 0, the oscillation length
λosc is directly related to the γ factor:
λosc = 2γ2
λrad
1 + γ2Θ2
(3)
Both, λosc as well as λrad, can be measured with very high
precision. The method is independent of the nature of the
emission process, provided that the produced light is coher-
ent. In a pioneering experiment the proof-of-concept of this
method was demonstrated.
SYNCHROTRON RADIATION
MEASUREMENTS AT MAMI
The two undulators were used as synchrotron radiation
sources at the MAMI electron beam in two consecutive
beam-times to verify their proposed application for absolute
beam energy measurements. The beam energy was approxi-
mately 195MeV. Fig. 2 shows a series of images taken with
the CCD camera for five different undulator distances in
steps of 25mm and corresponding synchrotron spectra. For
the determination of the oscillation length, the distance was
varied in steps of 0.5mm, so that approximately 200 separate
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Figure 2: Evolution of the synchrotron spectrum taken with
the CCD camera for a variation of the undulator distance
d from 0 to 100mm. The 16-bit grayscale inverted im-
ages show areas of 600 px × 160 px of the CCD. The rows
(horizontal direction) resolve the wavelength, the columns
(vertical direction) image the non-dispersive angle θy of the
radiation. The spectra below the images show the intensity
distributions for the single row at θy = 0.
spectra could be analyzed. This evolution of the intensity
distribution with distance is shown in Fig. 3 for these five
positions together with the full intensity variation for two
selected wavelengths near 450 nm and 500 nm. As expected,
the intensity for each wavelength in the spectrum undergoes
a periodic oscillation as the undulator moves. It was veri-
fied that the oscillation length increases proportional to the
wavelength. Since the statistical noise of the CCD increases
with intensity, the oscillation curves show larger fluctuations
near the maximum positions as compared to the minimum
positions. In the second beam-time the measurements have
been continued with a different optical spectrometer utiliz-
ing a grating monochromator that provided an approximate
60 times larger dispersion.
For the determination of the electron beam energy, at
first the single-pixel rows of the CCD images at θy = 0
were determined, which lie in the vertical center of the syn-
chrotron radiation cone. From their oscillation the inter-
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Figure 3: Right: Evolution of the intensity distributions for
the single-pixel row at θy = 0 with the distance d. Left:
Evolution of the intensities for two selected wavelengths at
450 nm and 500 nm. The intensities in each pixel of one
CCD row show a periodic variation. The numbers describe
the correspondence between the spectra on the right and
the interference oscillations on the left. The oscillation
length increased by approximately 11% when selecting a
500/450 ≈ 1.11 larger wavelength. The beam energy was
approximately 195MeV.
losc
Figure 4: Intensity as a function of distance d taken from
a single CCD pixel corresponding to one exemplary wave-
length and minimum Θy (red data points). The data was fit
with a sine function (blue line) from which an oscillation
length was determined.
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Figure 5: Interference observable
√
λosc/2λrad as simulta-
neously observed for 2 328 different wavelength bands at
θy = 0. The values were deduced from the interference
oscillations during one measurement run. The insert shows
a magnification of the scale so that the point-to-point fluc-
tuations in the data are visible. No wavelength dependence
was observed. The interference observable represents the
Lorentz factor γ of the electron beam plus off-axis contribu-
tions. The optical interferometer system has been calibrated
with Hg emission lines at 404.6565 and 407.7837 nm whose
positions are indicated by the vertical markers.
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Figure 6: Schematic drawing of the CCD setup (not to scale).
The 2 328 rows of the CCD resolved the light spectrum in
the dispersive direction. An image of the entrance aperture
could be observed in the non-dispersive direction with 80 of
the 1 750 columns of the CCD.
ference observable
√
λosc/2λrad could then be extracted for
each wavelength band corresponding to a single CCD pixel.
This observable is representing the Lorentz factor γ of the
electron beam plus contributions depending on differences
between light emission and observation angles. With the ac-
cepted wavelength band of the monochromator covering all
2 328 CCD pixels in the horizontal direction of the camera,
the same number of simultaneous determinations of interfer-
ence oscillations could be performed in one measurement
run.
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Figure 7: Simulated spectrogram of a Czerny Turner
monochromator with identical properties. Each bar of false
color represents one wavelength that has been traced through
the monochromator. The horizontal dimension of 8.6mm
corresponds to the extends of the CCD-chip. If uniform dis-
persion were applicable for all pixel lines, all wavelengths
should be rendered to equal heights. On the contrary, a weak
tapering is detected. Sketch prepared by [3].
SOURCES OF SYSTEMATIC
UNCERTAINTIES
In Eq. (3) the observation angle Θ gives a non-vanishing
contribution to the interference variable. It has components
in the vertical- and in the horizontal direction, Θx,y . Min-
imization of both is required in order to obtain the beam
energy correctly. Fig. 7 shows an optical simulation of the
Czerny Turner monochromator. Images of a series of differ-
ent wavelengths, each spaced by 1 nm, are shown in the spec-
trum. The simulation demonstrates that each wavelength is
imaged within a different height. This non-uniformity needs
to be considered if off-axis spectra are taken for the in-situ
alignment process.
CONCLUSION
The interference of synchrotron radiation from two undu-
lators was measured over a range of up to 500 mm by ana-
lyzing the spectrum with a monochromator. No coherence
loss was observed. In the future, to achieve high accuracy
in the evaluation of the two dimensional interferogram, the
non-uniformity of the Czerny Turner monochromator has to
be compensated.
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